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The weighing apparatus is ready for recharging at the end of the fortieth combustion. The tare is then used for the absorbing and weighing of the carbon dioxide obtained from the next 40 combustions, the exhausted apparatus now constituting the tare.
During the passage of the oxygen the outlet 0, Fig. 7, is protected from the ingress of moisture or impure air by a guard tube filled with small pieces of caustic potash. This guard tube is not shown in Fig. 7. All parts of the apparatus shown in Fig. 7 are connected by heavy wall pure rubber tubing.
When the combustions are completed the weighing apparatus is detached from its train, and the outlet of the train is closed with a glass plug.
It is accurate to weigh the absorption apparatus (Fig. 6) filled with oxygen and thus avoid aspirations. In this way combustions can be carried through in 25 minutes.
The apparatus and its tare are next carefully wiped with a clean linen handkerchief and are placed in the balance case for weighing. The inlet and outlet of the weighing apparatus are kept closed with rubber caps except during weighings or when attached in the train (Fig. 7).
The method of using an exact duplicate of the weighing apparatus for a tare exposes the same amount of surface to the air during weighings and avoids the use of the larger weights.
As previously stated the porcelain tubes are kept red hot throughout one-half their length night and day so that the combustion commences in a minute or two after the boat is inserted and the combustion tube is stoppered. The remaining burners are lighted immediately after the tube is closed.
*The red lead used in this work must be thoroughly mixed and ground free of lumps before its carbon content is determined. The so-called pure red lead costing about 9 cents
* On one occasion a lot of red lead was purchased that was not uniform. No amount of mixing improved it. ft was rejected. Subsequent kegs gave no trouble. Good commercial red lead gives about 0.004 gram of COa per 4 grams, and is very uniform.